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1 Introduction
Thephotoelastic technique is a widely accepted tool for stress
analysis on mechanical models. This noncontact method pro-
vides whole-field stress patterns which can be easily inter-
preted. Besides static stress analysis, photoelasticity is also
applied in dynamic situations. Three recording systems are
commonly used for registering the dynamic stress patterns
in synchronization with the loading of the model.' The first
method relies on a high-speed rotation camera, which records
the stress patterns successively on detecting the loading trig-
ger. A Cranz-Schardin system is used in the second method.
The third method utilizes intense flashes of very short du-
ration, of the order of a few microseconds, to record the image
on a high-speed film. Here only one fringe pattern is recorded
at a preset time delay from loading, and the experiment needs
to be repeated with different time delays to record all required
fringe patterns. However, the fringe patterns recorded are
larger in size with better resolution. This method is often used
to enhance a particular frame obtained from either of the first
two methods for detailed analysis.
Though static photoelastic setups are widely established
in educational and research laboratories, dynamic techniques
are not very popular. The main reason for this is the high
capital cost of the equipment. In this paper, a low-cost dy-
namic photoelastic polariscope is described, in which the
illumination is provided by a pulsed light-emitting diode
(LED).
2 Illumination and Imaging
Low-modulus materials such as urethane rubber are com-
monly used for dynamic photomechanical experiments, as
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the stress wave velocity in these materials is2 about 200 mIs.
The suggested microflash width for the urethane rubber in a
previous dynamic photoelastic experiment is 20 is or less,3
which can freeze the slow-moving stress wave patterns. For
high-modulus materials the stress wave velocity can be up
to 10 times that of urethane rubber, and the fringes move
considerably within the microflash time of 20 s, causing
smear in the recorded pattern. Therefore the pulse width
should be reduced to about 1 ps. Since the duration of the
flash in these experiments is very short, specially designed
high-power flashes are necessary to generate sufficient light
intensity to expose the photographic film.
A CCD camera is used in this experiment to record the
fringe patterns. The CCD being more sensitive than the pho-
tographic film, it is possible to use less intense and lower-
power sources, such as LEDs, for the microflash. A LED
emitting red, which is near the peak sensing wavelength
(700 nm) of the camera, is used as the light source in the
system. The LEDs operate at 5 V, and so-called superbright
models, costing about 50 U.S. cents, are available at local
radio electronic shops.
The brightness of the LED depends on the current flowing
through it. Typical cunent versus brightness characteristics
of a LED are as depicted in Fig. 1. The brightness of the LED
increases proportionally to the current, but there is a tradeoff
between the intensity and the LED lifetime. Some of the
tested LEDs are damaged at current levels in excess of
200 mA. Hence the suggested operating current is 20 mA,
which provides sufficient illumination. However, when used
in pulsed mode, it may be possible to use higher operating
currents for short duration. But in this case a 1-us LED pulse
at 20 mA is adequate for recording a clear photoelastic pattern
on a CCD camera. This suggests, and preliminary tests con-
firm, that the system could be used for dynamic investigations
on stiffer photoelastic materials.
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Fig. 1 Output power of the LED as a function of current.
The digital camera (EDC-1000, Electrim Corporation,
Princeton, NJ) is capable of operating in the conventional
full-frame imager mode as well as in the time delay and
integration (TDI) mode.4 The TDI-mode performance is anal-
ogous to that of a drum camera for conventional film. Details
of the camera operation are discussed elsewhere.5'6 Unlike
the popular frame transfer mode, in the TDI mode the charge
collection sites are shifted row by row at a user-specified
speed. While shifting, the accumulated charges are integrated
columnwise. Thus any one line in the TDI image represents
the columnwise integrated charge value accumulated by all
the rows in the CCD array. The advantage of using this mode
of operation is that the camera is set into motion prior to the
event that would be captured digitally at some stage during
the recording. There is no lost film, and synchronization of
the event with shuttering is avoided.
The camera is coupled to a PC486 through an interface
card, making it possible to save the image in the computer
memory. The size of a display frame is 192 columns X 165
lines of pixels. The storage buffer has the capacity to save
up to 3000 lines as specified by the user. Accordingly, the
minimum and maximum size of the saved image are 192 X 1
pixels and 192 X 3000 pixels, respectively. The scanning
speed (shifting speed of the charge collection sites) of the
camera can be varied with function keys from 1 to 247,000
lines/mm. Obviously, in the TDI image of a motionless scene
with constant illumination, higher scanning speed will reduce
the pixel intensity proportionately.
3 Experiment and Results
The bright-field polariscope arrangement used for recording
the photoelastic patterns is depicted in Fig. 2. The photo-
elastic model used in the experiment is a 142-mm X30-
mm X 6-mmbar ofpolyurethane rubber (PSM-4, Photoelastic
Inc., Raileigh, NC) and is fixed in a groove carved in a
wooden block. Dynamic loading is by a drop weight mech-
anism, provided by a ball of mass 27 g falling from a height
of 1 m. Due to the impact of the ball, stress waves are gen-
erated and propogate down the length of the bar. The built-
in epoxy lens of the LED has a diameter of 5 mm and projects
the light onto the collimating lens Li, thereby simplifying
the optical alignment. The camera is fixed near the focal point
Fig. 2 Schematic of the experimental setup.
of lens L2 so as to get a clear image of the model under test.
The alignments are first done with the camera operating in
the standard full-frame imager mode and later switched to
the TDI mode at a scanning speed of 20,000 lines/mm. The
image-saving option of the camera is switched on just before
releasing the ball. An aluminum foil contact attached to the
top of the specimen detects the ball impact and triggers the
delay circuit. After the pre-fixed time delay a 1-is pulse is
given to the LED through an amplifier. From the saved image,
the photoelastic pattern is cut out using image-processing
software. The experiment is repeated for larger time delays,
and the resulting photoelastic patterns are compiled together
for the dynamic visualization of stress wave propagation.
Figure 3 shows the stress wave patterns recorded at intervals
of 100 ps. The CCD array of the camera is of size
2.64 mm X 2.64 mm and has a pixel resolution 192 (hori-
zontal) X 165 (vertical), which is much inferior to the cur-
rently available models. The resolution ofthe present imaging
setup relative to the model dimension is 1 mm per pixel.
Initial investigations revealed the possibility of using the
setup for dynamic analysis of high-modulus materials where
the stress wave velocity is as much as 1 800 m/s. A typical
fringe pattern obtained from a polycarbonate (PSM-1, Pho-
toelastic Inc., Raleigh, NC) specimen, recorded 80 is after
impact using the same experimental configuration, is depicted
in Fig. 4(a). A 1-is LED pulse is used as the microflash.
After digital contrast enhancement, the image appears as in
Fig. 4(b). The intensity variation near the central line along
the length of the specimen is plotted in Fig. 5. The minimum
and maximum intensity values correspond to dark and bright
fringes, respectively. In the bright-field polariscope arrange-
ment the bright fringes are assigned integer fringe order, and
the dark fringes half-integer order. The fringes are numbered
in the order of appearance. Accordingly the black fringe at
the bottom of the bar is given the order 0.5 and represents
the stress wave front. The fringe order, which is proportional
to the shear stress, is plotted against the length of the bar in
the same figure.
Currently, the authors are developing a Cranz-Schardin-
type multiple-LED camera which will give up to 16 dynamic
patterns from the loading point at a pre-fixed time interval.
This will be the subject of a future publication.
4 Conclusion
A low-cost dynamic photoelastic setup is presented. The LED
provides a short-pulse alternative to microflash equipment.
In addition to the cost reduction, the setup has the advantage
of using a low-voltage circuit. Higher-current pulses can be
employed to enhance the light intensity for recording patterns
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from large photoelastic models. The experiments need not
be performed in complete darkness. The digital recording
procedure reduces the tedium involved in film processing and
provides rapid repeatability.
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Fig. 5 Intensity variation and fringe distribution near the central line
along the length of the bar.
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Fig. 3 Dynamic photoelastic patterns from a polyurethane bar.
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Fig. 4 (a) Photoelastic pattern recorded from a polycarbonate bar
80 p.s after the ball impact. (b) After contrast enhancement.
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